TUCSON POLICE DEPARTMENT

(

The undersigned Quality Assurance Specialist, having been qualified

CRIME LABORATORY

by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000

#_ LS .Serial # _p#—00 333 (= certifies by her signature:

on _Z/ /A0S  witharesultof 0. 08 | AC. O. Og3AC,

and on S“/ff_/.::?‘f .withartesult of g. p €3 AC. O0.08/ AC,

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(trom __0.070 AC. to 0.890 AC) . as defined by R9-14-404.A 3.

No problems were reported concerning this instrument between these

two dates.

[rene Doran
ADPS QAS Permit #QAS 29386 (issue date 01/03/2004)

SUBSCRIBED AND SWORN to befors me

this_| (b .dayof an S 2004

L:]Etal_'}-’ Public E?




REPARED PURSUANT TO DOTY LHPQRZD By
ALRA.C. A3-14-40C4(2)

o

DIAGHNASTIC TESTS
-~ DV Test ‘check. Setting should be Dpetijésn .200 2nd
.800. Mode selection switch S2 on, 51 and 53 off orc
kxayboard menu selection "H". Beading o
/ __ Display Test check. Mode salaction s
and 53 oIf or Xevboard menu selectioc
o Drinter Tast check. Hode selection switeh 51, 52, 53
LI or keyboard wmenu salscticn MBI
¢/f Clock time check. Mode salection switch S10 on or
keypoard meny selection "B,
__ﬂy/f Date check. Mode selaction switch Sii on or EvrhaEed
manu selectiaon “E.
ODZRATIONAT, TESTS
__ " Alcohol frees subject Test rassult 0. 000 )
v Frrar recognition logic system Tuncitlaoning
Invalid test printed
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iorn standard QEE} HE
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lnE properly and accurately. YESV NO

SIGNATURE /QU&L&XA * CMQ‘&

Q. ENR alcghal cancanbratToﬁ standard collected for subsequent
analysis,»*

*WITE OR WITHEOUT VAPOR RECIRCULATION AND WLITHE OR WITEOQUT XEYBOARD
x*THEIS ETED IS8 ONLY EEQUIRED IF TEIS DEVICE IS5 HBEING USED FOR
SBAMPLE CAFTUORE.

DES/DSLES/Form C1i7 (Rev.7-93)
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BEIHIBEIT P

THIS REPORT PREPARED PURSBUANT TOQ DUTY IMPOSED BY
A.A.C. RI-14-404(A)

ARIZONA DEPARTHMENT OF HEALTH BFERVICE

BTANDARD QUALTITY ASSURANCE PROCEDURES
IHTOITLYZFER MODEIL SO0QgQw~

STANDARD CALIBRATION CEECKX PROCZDURE AN

Agency _Tuecson Poljica

Department Dates j]“ﬂﬁq Time 1U3i

Intoxilyzer Serial# 5) Location _“piil YR
OA Specialist Yiglhety 1
S (Print Hame)
( ) L. Pour a standard alcohol solution of known value into a

;
clean dry simulator jar and amssemble the simulator.
Insure that a tight seal 'has bespn mads.

standard wvalue: 0. 02{} £
( 2. Turn on the simularor and allow the temperature to

roach 34°C+.2°%C.

.. Sat Intaxilyﬁar mode selection in the ACA mode by
switching mode sslection switch #9 on or selecting “cv
an keyboard manu.

4. Attach simulator to the sigulator entz
Intoxilyzer.

Intoxilyzer 5000 display reads "READY TO START" or
NPUSH BUTTOR'".

-
L

nce. pors o the

MRS NS

6. Push Start Test button or press enter on Xeyboard.
7. Inmserct card in response to display.
g 2ir Blank completed.

7 bration check completed

Cali D :
Test results 0.03INCA0.8% ac :
Air blank completad.

when display reads Test Complets remove evideance card.
Attach the card teo the completed checklist.

Return maode selection switch #9 to off position atfter
all calibration chacks are complete or type Q and enter

ik
e

AT O T
L AS &

-
fd

i ‘;\ZZB: 5’0
SIGNATURE ;E (Eﬁﬁmhéi
*WITE CR WL déLT OR BECIRCOLATION AND WITH OR WITHOUT EKEYZOAED

DHES/DSLS/Form Cl16 (Rev.7-533)



TETS REPOAET PREPAAER BFERSTANT T30 DGIY IMPO

A.A.C. REo=1d=d404{l)

AcEncy 1Tucson Solics® gX SpseraiIsT _ JaeAcl Pprzzn_(‘;ﬁ@L_

SCAiTii: Hama)

INTOXILYZEIR SERIAL ﬁ_;?i?";f:?ﬁ3’333ﬁv_(_‘ff’@ LOCATICON. DUT O

¥ 2004 T P10z ' =
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TR pilay raacs '"BEAXOY @O STAITN or oD SirliaN T8 STaanT
= n
DTAGHOSTEC TESTS
il TestT ch ulg D= az2Tizan 200 =a2nd
. Hods 52 on, 531 and 53 49T or
asrg ‘Bne Dasdinig 1f é?fff i
5 ék;j Yay: Tes sCclan S5 on &g 532
SAGES o s=2l= i LY
e £=r Tes< acki “coh 53 =
off Or Xayboa o M
AT clock tima ch cian
kayboard manu
WS & chack gwisciry 11 on ar—keyho=sSo
¢ salsctign
O2=BATiONAT, TESTS
ﬁ Alcohel fras subjackt Test rasul:t 0. 00H a0
Error recognition logic systes Zunciioning
Invalid test printed
LA Drgper samplie ra2cognition sysisaom
- Inwvalid sampls pri.n;ad—-{}r
: Daficlent samples printadls
A Completsness of sample purge with collsgtion tubs:
~ Ccalibration standard 0. OF0 AC
Rasults: 0.083AC~ 0.081AC -
ITnstrumsant operasting properly and accurataly. Y¥ES THNO

STGNATURE QHL’W p((}'ﬂ’? Lo~ —
Z

- - - .
D.N!ﬁlfalﬂnhﬂl cancentration standard collected fox subssguent
analysis. =

*WITE OR WITEODT VATOR RECIRCULATION AND WITE OR WITEQUT XEYBOARD
*xTHTE STEP IB ONLY REQUI#ED IP TEIS DEVICE IS BEING U8ZD FOR
EAMDLE CAPTURE.

DES/DSIS/Form Cli7 (Rev.7-33)
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TEIS REPORT PREPARED PURSUANT TO DOTY
A.A.C. H9-T14-404 (X))

AR TIZIONA DEPARTHENT OF HEALTH

SFERVIC
AHNDAED QUALTTY ASIUBANCE PROCEDEDR
INTOXILYZER HODEL 5000*

w

td
1

1y
)]

ETAxDARD CRALIDEATTON CHEECK Z—'R-’J-CE".:)'J-:'/{D

g Police FBonartmens Date ﬁ’ff}fﬂ‘f

5426

IHPOSED BY

g

1’-;'3.“':::(' NESOT ':_'i_:_';‘j_
Tntoxilyzer Serialf (4f—003336(#/5) Location byl HB
QA Specialist T enc Doran (¥e33/)
(Print Name)
(e 1- Pour a standard alcchol soluticn o known value intao z
clean dry simulator jar and assezble the simulator.
Tnstuce that a tight seal has besen @ace
Standzard value: 0. O ~C
() 2. Turn on the similator and allow tThe temperature To
roach 34°7C+.3°%C
aﬁﬁcq 3. Set Intoxilyzern a ACA mode by
sWitching mads s n. or selecting ncH
o weyboard menu- i
wa) @ attach simulator to the simulator entrance port gn toe
Intoxilyzer:
athrj 5 Tnioxilyzex 5000 display reads "IEADY TO START" or
HPIISH BUETON.
té&vd%h 5 pueh Start Test bubtton or press entsr on XKayboard.
MﬁtLéL” i Inssr: card in response to display.
Hﬂéug} a8 Alr blank completed
qﬁ&“ﬂrﬁ 3 Calibration check complacad.
Test results 0.053+d.0F¢ AC =
‘éﬁigqﬂ} 10. Air blank completed.
u@éqﬁgi 11. When display reads Test Complete resmove evidenc el
Attach the card to the completed chescklist.
o) 12. Return mode selection switch #9 to off position after
a1l calinraticn checks ares complete or type Q and =nx-

on kesyboard.

NATURE QL&V\K‘ M—v\

*W QR WITEOUT VAPOR RECIRCULATION AND WITH CR

f
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/DSLS/Form C116 (Rev.7-33)
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